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4.  
4.1.  
ITS 6006 ,  

  ( ) 
 RS232 
 USB 

4.1.1.  
ITS 6006 .  

 (TCP). TCP – ,  (IP). 

 IP .   IP 
  ITS 6006 , .  

 
 ,  ITS 6006, 
 ,  MISC:NET ( .  4.9.1.1)  RS232  USB.  

,    12345  
. 

 
 

 

 
, . 

, ,  IPv6  ITS 6006. 
 
4.1.2.  

 ITS 6006 a RS232 .  RS232  
: 

  
 

 
 

115200 

 8 
 

 
 

 1 

 

1:  
 

4.1.3. USB  
 ITS 6006  (USB)  

 ITS 6006. , .  
 Windows 2000/XP/Vista. 

 (  COM3) ,  
. 

 

 



18 

ITS 6006 

4.1.4.  
 ITS 6006   SCPI , , 

 SCPI.  ITS 6006, ,  SCPI .  
 ASCII,  (  10, Hex A).  

, .,  ITS 6006 , . 

4.2.  

 ITS 6006 :  

  

*IDN?  

*RST  
 

 2:  
 
4.2.1. IDN? 

. ,  
. 

 *IDN? 
Teseq ITS 6006,000123,V1.0 

4.2.2. *RST 
. : 

  
  1 
  100  
    -60  
  
  AM  1  
  AM  80% 
  2  
  50% 
  
 , ,  
  Teseq PM6006,  

 1. 

, ,  
. *RST 
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4.3.  SOURce 
 SOURce ,  

 ITS 6006. 
4.3.1.  (SOURce:FREQuency:CW) 

. , , .   CW 
 FIXed . : 

SOURce:FREQuency:CW 123.456   
SOURce:FREQuency:FIX 123.456   
SOURce:FREQuency:FIXed 123.456  

4.3.2.  ACK (SOURce:FREQuency:CW!) 
. , , .  

 (ACK). ,  (NACK).  
. 

SOURce:FREQuency:CW! 123.456  
SOURce:FREQuency:FIX! 123.456  
SOURce:FREQuency:FIXed! 123.456  
ACK 

4.3.3.  (SOURce:POWer:LEVel:AMPLitude) 
. , .  

SOURce:POWer:LEVel:AMPLitude -2.55  

4.3.4.  ACK (SOURce:POWer:LEVel:AMPLitude!) 
. , .  

 (ACK).  ,  (NACK).   
. 

SOURce:POWer:LEVel:AMPLitude! -2.55  
ACK 

 
4.3.5.  (SOURce:POWer:LEVel:STATe) 

  . ,   
SOURce:POWer:LEVel:AMPLitude. 
SOURce:POWer:LEVel:STATe On 

 

4.3.5.1.  (SOURce:POWer:LEVel:STATe?) 
 

SOURce:POWER:LEVel:STATe? 
ON 

4.3.5.2.  ( ) (SOURce: POWer: LEVel:ALC) 
 (ALC)  ITS 6006 .  

SOURce: POWer: LEVel:ALC On 

4.3.6.  
 (SOURce:CHannel) 

 ITS 6006 .  
. 

SOURce:CHannel 3 
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4.3.7.  
 SOURce:SWEep , .  

 – ,  
. 

4.3.7.1.  (SOURce:SWEep:DWELl) 
. 6006  

.  ( ),  ( )  ( ) . 
 SOURce:SWEep:DWELl 1.2  

4.3.7.2.  (SOURce:SWEep:FREQuency) 
4.3.7.2.1.  (SOURce:SWEep:FREQuency:Run) 

.  
SOURce:SWEep:FREQuency:Run 

4.3.7.2.2.  (SOURce:SWEep:FREQuency:Run?) 
. . 

.  
3. 
 SOURce:SWEep:FREQuency:Run? 

10000000,0 20000000,0\ 
- 

90000000,1 

   

0  1,  

1 ,  

2  1,   

 3:  
4.3.7.2.3.  (SOURce:SWEep:FREQuency:ABOrt) 

. 
SOURce:SWEep:FREQuency:ABOrt 

4.3.7.2.4.  (SOURce:SWEep:FREQuency:STARt) 
.   , , Hz  

SOURce:SWEep:FREQuency:STARt 100000000   
SOURce:SWEep:FREQuency:STARt 100000.3   
SOURce:SWEep:FREQuency:STARt 477.11 MHz  
SOURce:SWEep:FREQuency:STARt 3.8464738  
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4.3.7.2.5.  (SOURce:SWEep:FREQuency:STOP) 
 ( ) . , ,  

SOURce:SWEep:FREQuency:STOP 100000000  
SOURce:SWEep:FREQuency:STOP 100000.3  
SOURce:SWEep:FREQuency:STOP 477.11  
SOURce:SWEep:FREQuency:STOP 3.8464738  

4.3.7.2.6.  
,  

. 

  (SOURce:SWEep:FREQuency:STEp:LINear) 
.  

,  
SOURce:SWEep:FREQuency:STEp:LINear 10000  

  (SOURce:SWEep:FREQuency:STEp:DECade) 
 x   .  

 11 . 
SOURce:SWEep:FREQuency:STEp:DECade 11 

  (SOURce:SWEep:FREQuency:STEp:PERCent 
,  x % .  

: 
f 

f  ______  f 1 x  | J  
J  J  

 

 

 

 x . 
SOURce:SWEep:FREQuency:STEp:PERCent 2.5 

4.3.7.3.  
, . 

4.3.7.3.1.  (SOURce:SWEep:LEVel: Run) 
. 

SOURce:SWEep:LEVel:Run 

4.3.7.3.2.  (SOURce:SWEep:LEVel:Run?) 
. ,   

.  3. 
OURce:SWEep:LEVel:Run? 
-30.0,0 
4.3.7.3.3.  (SOURce:SWEep:LEVel:ABOrt) 

  ABOrt  
 ( ). 

SOURce:SWEep:LEVel:ABOrt  
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4.3.7.3.4.  (SOURce:SWEep:LEVel:STARt) 
. 

SOURce:SWEep:LEVel:STARt -40  

4.3.7.3.5.  (SOURce:SWEep:LEVel:STOP) 
  . 

SOURce:SWEep:LEVel:STOP 5 dBm 

4.3.7.3.6.  (SOURce:SWEep:LEVel:STEp) 
 

. SOURce:SWEep:LEVel:STEp 0.5  

4.3.7.3.7.  (SOURce:SWEep:CONTinuous) 
, . , 

. : 
 true|false ( ) 
 yes|no ( ) 
 1|0 
 on|off ( ) 

SOURce:SWEep:LEVel:CONTinuous on 
4.3.7.3.8.  (SOURce:SWEep:TRIGger) 

 
1.  ( ) 
2.  ( ).  

: 
 int|ext ( ) 
 intern|extern  
 internal|external (  
 SOURce:SWEep:LEVel:TRIGger external 

4.3.8.  (SOURce:MODulation) 
 SOURce:MODulation , . 

 ITS 6000 , . 

4.3.8.1.  (SOURce:MODulation:MODE) 
,  

: 
 AM - Amplitude modulation ( ) 
 Pulse - Pulse modulation ( ) 
 Ext - External modulation. ( )  1 V .  

  100  AM. 
 Off –( )   

SOURce:MODulation:MODE AM 
4.3.8.2.  (SOURce:MODulation:AM) 

 AM. 

4.3.8.2.1.  AM (SOURce:MODulation:AM:FREQuency) 
. SOURce:MODulation:AM:FREQuency 1  
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4.3.8.2.2.  (SOURce:MODulation:AM:DEPth) 
 

SOURce:MODulation:AM:DEPth 80 
 

4.3.8.3.  (SOURce:MODulation:PULSE) 
. 

4.3.8.3.1.  (SOURce:MODulation:PULSE:FREQuency) 
.  

SOURce:MODulation:PULSE:FREQuency 2 Hz 

4.3.8.3.2.  (SOURce:MODulation:PULSE:DUTY) 
 

SOURce:MODulation:PULSE:DUTY 50 

4.4.  
 POWERmeter  

 ITS 6006.   3 l PM 6006. 

4.4.1.  1 (POWERmeter:CHannel1?) 
 1 . . 

, .  
,   ITS 6006. 

POWERmeter:CHannel1? POWERmeter:CHannel1? 471.1  -12.33 

4.4.2.  2 (POWERmeter:CHannel2?) 
 2. . 

, .  
,   ITS 6006. 

POWERmeter:CHannel2? POWERmeter:CHannel2? 4.2  5.23 

4.4.3.  l 3 (POWERmeter:CHannel3?) 
 3. . 

, .  
,   ITS 6006. 

POWERmeter:CHannel3? POWERmeter:CHannel3? 938.23  0.57 

4.4.4.  (POWERmeter:BLink) 
 6 , .  

.  
POWE Rmeter: BLink 3 

4.4.5.  (POWERmeter:AVeraGe) 
, .  

.  (1-3)   (1-10000)  
. ,  1 25 , : 

POWERmeter:AVG 1 25 
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4.5.  
 MONitor ,  

. ,  (  0-3)  
. 

4.5.1.  (MONitor:ANAlog?) 
 ITS 6006.  -  . 

MONitor:ANAlog? 
3.33 V 

4.5.2.  (MONitor:DIGital?) 
 ITS 6006 . 

,  4 .  3.2.1  
. 

MONitor:DIGital? 12 
  

0  0 

1  1 

2  2 

3  3 

4  1 

5  2 

6  

 4:  
4.5.3.  

 ITS 6006  4 , ,  
.  0-3 .  

. .  3.2.1. 

4.5.3.1.  0 (MONitor:UserOUTO) 
 0  

. MONitor:UserOUT0 high 

4.5.3.2.  1 (MONitor:UserOUT1) 
 1  

. MONitor:UserOUT1 high 

4.5.3.3.  2 (MONitor:UserOUT2) 
 2  

. MONitor:UserOUT2 high 
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4.5.3.4.  3 (MONitor:UserOUT3) 
 3 . 

MONitor:UserOUT3 high 
 
4.6.  SYSTem Subsystem  
4.6.1. (SYSTem:Error?) 

   ITS 6006.  
, . ,  

, .  0,"No Error" ( ) ,  
.  

SYSTem:Error?  
0,"No Error" 
 

4.7.  INTerLock/AMPlifier 
 ITS 6006  4 ,   , ,  4 
. .  
, .  

,  ITS 6006  INTerLock:INVertX On. ,  
: INTerLock:INVertX Off.  INTerLock  AMPlifier . 

. 

4.7.1.  1 (AMPlifier:INVert1) 
,  

 1.  
AMPlifier:lNVertl ON 

4.7.2.  1 (AMPlifier:AMPlifier1) 
. AMPlifierAMPlifieM ON 

4.7.3.  2 (AMPlifier:INVert2) 
,  

 2. AMPlifier:lNVert2 ON 

4.7.4.  2 (AMPlifier:AMPlifier2) 
.  

AMPlifier:AMPlifier2 ON 

4.7.5.  3 (AMPlifier:INVert3) 
,  

 3. 
 AMPlifier:lNVert3 ON 

4.7.6.  3 (AMPlifier:AMPlifier3) 
.  

AMPlifier:AMPlifier3 ON 
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4.7.7.  4 (AMPlifier:INVert4) 
,  

 4. 
AMPlifier:lNVert4 ON 

4.7.8.  4 (AMPlifier:AMPlifier4) 
. 

AMPlifier:AMPlifier4 ON 
4.8.  

 ITS 6006  2 ,  
,  ITS 6006. 

4.8.1.  1 (SWitch:Relay1) 
 A  B. SWitch:Relay1 A 

4.8.2.  2 (SWitch:Relay2) 
 A  B. SWitch:Relay2 A 

4.9.  MISCellaneous  
 MISCellaneous ( ) , ,  

. 
4.9.1.  

 ITS6006. 

 4.9.1.1.  (MISCellaneous:NETwork) 
    IP  ITS 6006. IP  

 /. 
 

 : , ,  
! 

 

 

MISCellaneous:NETwork 192.168.0.1/255.255.255.0 

4.9.1.2.  (MISCellaneous:NETwork?) 
,  IP / . 

MISCellaneous:NETwork? 
192.168.0.1/255.255.255.0 

4.9.2.  
 3,5- .  

,  . 

4.9.2.1.  (MISCellaneous:DISPLay:COLor) 
.  

. 
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4.9.2.1.1.  (MISCellaneous:DISPLay:COLors:BACKground) 
 « » . . 

,  0-255. . 
MISCellaneous:DISPLay:COLors:BACKground 0,0,255 

4.9.2.1.2.  (MISCellaneous:DISPLay:COLors:BACKground?) 
. ,  

,   
MISCellaneous:DISPLay:COLors:BACKground? 
0,0,255 

4.9.2.1.3.  (MISCellaneous:DISPLay:COLors:FOREground) 
.  . ,  

 0-255.   . 
MISCellaneous:DISPLay:COLors:BACKground 255,127,0 

4.9.2.1.4.  (MISCellaneous:DISPLay:COLors:FOREground?) 
. ,  

,  
MISCellaneous:DISPLay:COLors:FOREground? 
255,127,0 

4.9.2.1.5.  (MISCellaneous:DISPLay:COLors:FONT) 
. font color. . ,  

 0-255. . . 
MISCellaneous:DISPLay:COLors:FONT 64,64,64 

4.9.2.1.6.  (MISCellaneous:DISPLay:COLors:FONT?) 
. ,  

, . 
MISCellaneous:DISPLay:COLors:FONT? 
64,64,64 

4.9.2.2.  (MISCellaneous:DISPLay:THeme) 
,  

. 

4.9.2.2.1.  (MISCellaneous:DISPLay:THeme:Save) 
. ,  

. , , . ,  
,  LIst? command. 

MISCellaneous:DISPLay:THeme:Save mytheme 

4.9.2.2.2.  (MISCellaneous:DISPLay:THeme:Load) 
.  , ,  LIst? 

command. 
MISCellaneous:DISPLay:THeme:Load mytheme 
 

 



28 

ITS 6006 

4.9.2.3.  (MISCellaneous:DISPLay:THeme:Remove) 
. , ,  

LIst? command. 
M ISCellaneous: D ISPLay:THeme: Remove mytheme 

4.9.2.4.  (MISCellaneous:DISPLay:THeme:LIst?) 
 

MISCellaneous:DISPLay:THeme:LIst? 
: DEFAULT,MYTHEME,SUPERTHEME,PINKTHEME 

4.9.2.5.  (MISCellaneous:DISPLay:THeme:CURrent?) 
, . 

MISCellaneous:DISPLay:THeme:CURrent? 
DEFAULT ( ) 

4.9.3.  
.  , .  

. 

4.9.3.1.  (MISCellaneous:LEDs:ANAlog) 
. 

MISCellaneous:LEDs:ANAlog ON 

4.9.3.2.  1 (MISCellaneous:LEDs:DIGital1) 
. 

MISCellaneous:LEDs:DIGital1 ON 

4.9.3.3.  2 (MISCellaneous:LEDs:DIGital2) 
. 

MISCellaneous:LEDs:DIGital2 ON 

4.9.3.4.  (MISCellaneous:LEDs:OPTical) 
. 

MISCellaneous:LEDs:OPTical ON 

4.9.3.5.  (MISCellaneous:LEDs:USER) 
. 

MISCellaneous:LEDs:USER ON 

4.9.3.6.  1 (MISCellaneous:LEDs:PWM1) 
 1. 

MISCellaneous:LEDs:PWM1 ON 

4.9.3.7.  2 (MISCellaneous:LEDs:PWM2) 
 2. 

MISCellaneous:LEDs:PWM2 ON 

4.9.3.8.  3  (MISCellaneous:LEDs:PWM3) 
 3. MISCellaneous:LEDs:PWM3 

ON 
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5.  ITS 6006  
5.1.  

  ITS 6006   Windows,  ITS 6006, 
PM 6006 (  ITS 6006  USB )  IOB 4000 (  USB ).  

 ITS 6006  
  , , .  

 ITS 6006  Teseq WIN 6000  
. 

 

5.2. ,   
 5.2.1.  

: Windows 7/Vista/XP/2000/98 (  Windows ,  
). , .. 35  

:    
:   800 x 600 (  control/adjustings report// dissolving) 

:  96 DPI ( ) (  windows).  
 120 DPI, . 

5.2.2.  
  ITS 6006   ITS 6006 Tools 

 ITS 6006)  Microsoft Windows.  
: http://www.teseq.com/com/en/service_support/rf_software_support/software_downloads.php  

  "setup_its6006_tools_Vx.xx.exe", . ,  
: C:\Programme\Teseq\ITS 6006 Tools 

 (Start Menu): Teseq\ITS 6006 Tools. 

5.2.3.  
, .  

(Start Menu) : Teseq\ITS 6006 Tools 

5.2.4.  
 ITS 6006 ,  

. 
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5.3.  
. , . 

, , ITS 6006, PM 6006  IOB 4000, . 
 

 

 
 ( “Setup menu”)  

. . 
» (“Display menu”)  

. 
 State Bar ( ) 
 Power Meters ( ) 
 Frequency tuning ( ) 
 Level Tuning ( ) 
 Buttons ( ) 

 
 

 ( “Remote Port menu”)  
.  

( “Setup menu/Remote settings”) . 

 
 
 
 

 (“Demo mode”)  
 ( “Service menu”).  

. 
 

 « ?» (“Help?”)   
. 

 
,  

“F1” .  
 (“Info menu”)  

. 
 
 
 
 
 “ . .  5.5 
 
 

 « » (“Exit” . 
 

  « » (“Connect”)  
. 

 
 

 ITS 6006  
:  

- FTP  ITS 6006  192.168.xxx.xxx  
-  
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 31  

 

 
 "dBm"  

 
 "MIN"  "MAX"  

.  "CLR" ( )  
 

 

 
 

 

 

 
,  

 USB  ( . ). 

 "LOG- FILE"  
 ASCII-file. 

.  

,  
.  

:  1  45,16  
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  (  

.  

 

 
 AM MOD." ( ) 

.  
. "PULSE MOD." ( ) 

.  
. "PULSE MOD." (  

) 
.  

. "internal" 
) . 

Outputs/Modulation ( ) 
 

 ( .  5.3.2) 

 
 

 

 ( )  
 

.  "dBm" 
.  "STEP 1" ( )  
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5.3.1.  
 

   
 LOG- file, , , ,  

.  
. 

 

 

 

 

 "LOG- FILE"    
 ASCII-file. 

 

BROWSE"  

 

 

 "ADD.TABS" ( .)  
. . 

"ADD.','" ( .) .  
. 

Fr. in [Hz]" ( . ) . ,  
. 

"INVERT LEVEL" ( )  
) 

"DELAY [s]" ( )  
. 

 

 

 

"EXIT" ( )  

 

"START/STOP" ( )  
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5.3.2.  

 ITS 6006, ,  
. 

   

 

 

,  

,  ( ) 

 

 ( ).  
 ( ) 

) ("SETUP"/"OUTPUTS") 

,  
) 

,  ITS 6006 

 

,  
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5.4.  
5.4.1.  

 ITS 6006 ,  Ethernet (LAN), RS232  USB . 
 

 

 RS232. 

  IP  ITS 6006  
RS232 

 USB  

 IP  

B  IP  
ITS 6006  RS232. 

 IP  
ITS 6006 

 

 

 

"EXIT" ( )  

 

5.4.2.  

 ( ) "SETUP" ,  / . 

 

 (  4:3).  
 

 
 

  Windows XP ,  Win XP  
 « ».  

 

     
, .  

. 

,  
, .  

) "REMINDER" : 
,  5  

 *.wav  15  
 *.wav. 

 *.wav  
 *.wav. 

 

) "EXIT"  
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  ITS 
6006. 

 

 ( ) "EXIT"  
 
 
 
 
 
 

 
. 

 

 ITS 6006 
. 

 
 
 
 
 
 

 
. 

 
 

 
. 

 

 

ITS 6006 

5.4.3.  /  
 ( ) "GRAPHIC / COLORS"  ( ) "ALTERNATIVE COLOR" 

. 
 ( )"REPORT COLORS". 
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5.4.4.  
 ( ) "OUTPUTS" .  

, . 
 

 

 

 

 

 

 1- 4 

 1:  "1A", "1B"  ( ) 

"OFF"  2:  "2A", "2B"  

) "OFF"  ( ) DO - D3 

 

 

 
) "High"  ( ) "Low". 

 

 

 

 
) "EXIT" . 

 

 

 



38 

ITS 6006 

 

 

 

 

 1  4  
 ( ) "MAIN" . 

.  ( ) 
"SEARCH PM"  COM  

 USB .  
,  

. ( ) 
"Internal" ,  

 ITS 6006. 

) "DEFINE LIST"  
COM . 

) "SET LIST" .  
,   ( )  "SEARCH  PM"   

 
) "EXIT" . 

 
. ( ) "SET" / "SET AVRG." 

. 
 

, . 

 

 
. 

,  
. 

,  
. 

 

 

 

5.4.5.  PM600X 
 (  PM600X ) "PM600X SETUP"  USB  PMU 6006 

. 
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5.4.6.  
 ( ) "I/O BOX" ,  IOB 4000  

. 
 

 

,  COM  
 IOB 4000..  

, .  
 COM . 

 "IDN?"   ID  
 IOB 4000. 

, ., ID . 
 

 

,    
. 

 

 

 

 
) "EXIT" . 
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5.5.  
 ( . ./ . .) ("SINGLE FREE" / "CONTIN. FREE")  

ITS 6006 . 
 

 

 

 [ ) 

 [ ] 

 [ ] 

)-"INEAR" -( )"NO. 
PER DECADE" ( )-"PERCENTAGE" 

 

 [ ] 

 

 

 
- . .) "SINGLE FREE" (  

 
 -( . .) "CONTINUOUS FREE" (  

) 
- .)"SINGLE" ( . ) 
 -( .) "CONTINUOUS" ( . ) 

 
 -"INTERNAL" ( )  
-( ) "EXTERNAL" (    

 ITS 6006) 
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5.6.  
) "SYNCHRONOUS SWEEP" ,  

.  
, ., . 

5.6.1. :  
) "MULTI CHANNEL" ,  3-  

 ( )   
 ASCII). 

 
 

 

 [ ] 

 (  3- ) 

 [M ] 

 [ ] 
-( ) "LINEAR" – ( ) "NO. PER DECADE" 

– ( ) "PERCENTAGE" 
 

 
 
 

 [ ] 
 
 

 
 

 
 
 

 
-( .) "SINGLE"/ ( .) "CONTINUOUS" (  
"STOP", ) 
-( . .) "SINGLE FREE"/ ( . .) "CONTINUOUS 
FREE" ( . ) 
 

 ( . ). 

 ( ) "MULTI CHANNEL 

 "BROWSE" . 
 

: ( ) "MULTI CHANNEL"/( ) "SINGLE 
CHANNEL" 
 

. ) "REFER. ON" (  
) ( ) "DATA TO REFERENCE" 

 ( ) "SINGLE",   
) 

 

 

 

 

: ,  ( ) "SINGLE CHANNEL"  
,   ( . ) "REFER. ON".  

. 
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: 
 

 

1.  
2.  ( ) "SINGLE"  ( ) 

"CONTINUOUS"  
3.  ( . ) "REFER. OFF" 
4.  

 
) "LOG- FILE".  

5. .  
6.  (  

 
).  (  

) "GENERATOR ON"  ( ) "AMPLIFIER 
ON" ( ) ).  

 ( ) 
"START". 

 

 

 

: 
 

 

1.  1 - 5  
2.  ( . ) "REFER. ON" (  

 ( ) 
"SINGLE" . 

3.  ( .,  
),  

 ( ) "START"  
 

  

 

 

:  – . 
,  

. 
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5.6.2. :  
 ( ) "SINGLE CHANNEL"  

 ("GRAPHIC PARAM") ,  
.   "REF-LOG".  

,  
. ),  ( ) 

"DATA TO REFERENCE". ( . ) "REFER. 
ON" . 

 

 ( )  
),  

 (  
) 

:  

, 
. 

 
 ( ) 

 

 – . . 

 

 

 

 

 

: ( .)"SINGLE" /( .) "CONTINUOUS" 

. .) "GRAPHICAL PARAM."  ( .  
) 

 

 
-( .) "REFERENCE":  
 -( . .) "MEAS. VAL.":  
-( ) "REFRESH":  

 
 

 "BROWSE"  
LOG-file 

: ( )"SINGLE CHANNEL" /( ) 
"MULTI CHANNEL 

. )"REFER. ON" / ( . ) "REFER. OFF" 
 

,  
 

 
) "DATA TO REFERENCE"  

.  
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, /  1 
 

 *.jpg. 
-"+1":  
-"?":  Browse button  jpg-  
 

 ( ) "CHANGE COLOR" (  
 ( .) "CONTINUOUS") 

 ( .)  "CONTINUOUS"  
 

 

 
,  

 
 ( .) "REFR." / ( . .) "MEAS. 

VAL." / ( ) "REFRESH" -( ) "AUTO" 
) 

-( .)"UNCHANGED" 
-( .) "CONSTANT" (  

) 
 

 
 

 ( . 
) "GRID RELATIVE"  

 0 dBm. ,  
 "GRID 

RELATIVE". 
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: 

 

1.  (  
). 

2.  ( ) SINGLE"  ( .) 
"CONTINUOUS"  ( ) "FRE-
QUENCY SWEEP"  

,  "PWM 1" - "PWM 3". 
3.  

. 
4.  ( . ) "REFER. OFF"  

 /  ( :  
,  

 
.) 

5.  ( . ./ . 
) ("GRAPHIC PARAM."/ "GRAPHIC ON")  

,  
 ( ) ("REFERENCE") 

6.  (  
 

.  ( ) "GENERATOR 
ON"  ( ) "AMPLIFIER ON",  

). :  
 

!).  ( )" "START"  
 

7. ) "DATA TO REFERENCE"  
. 

 

 

 
 

 
 

 

1. 1 – 7  
2.  ( .,  

). 
3.  

,  ( . .) "MEAS. VAL." 
4.  ( .  )  "REFER.  ON",   

.  
.  

,  
. 

5.  ( ) "START", . 
 

 

 

:  – . , 
 

. 
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: 

1. :  
2.  Window: . 

.  
3.  (  Window )"External Graphic Window"  ( ) 

"Full Screen Graphic": . 
 

 

 

: 
,  

. These files , , 
 ( ) "DATA TO REFERENCE". 

.  
 ) "DATA TO REFERENCE"  

. 

 
. .  

 ( ) "REFRESH" 
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6.  ITS 6006  
6.1.  

: Windows 7/Vista/XP/2000/98 (  Windows ,  
).  

: . 30  

6.2.  
  ITS 6006 Tools  (  ITS 6006)  Microsoft Windows.  

: 
http://www.teseq.com/com/en/service_support/rf_software_support/software_downloads.php 

 "setup_its6006_tools_Vx.xx.exe" , .  
: C:\Programme\Teseq\ITS 6006 Tools 

 ( ) Start Menu folder: Teseq\ITS 6006 Tools. 

6.2.1.  
.  ( ) Start Menu: 

Teseq\ITS 6006 Tools 

6.2.2.  
. 

6.3.  ITS 6006 (administration tool) 
 ITS 6006  IP  

. 
 

 

 ,  
 ITS 6006. 

 

 

 

 

 

 IP  ITS 6006. 
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 ( : ( . 
.) Read Config) . 

 

 

 

 

 

 IP , . 
 

 

 

 ITS 6006. 
 

 

 

 

 

 ( : 
.) Write Config) . 
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6.4.  ITS 6006 
  ITS 6006 .  

: 
http://www.teseq.com/com/en/service_support/rf_software_support/software_downloads.php 
 

 

 

 
 IP  ITS 6006 

 
 
 
 
 

 
 
 

 
. 

 
   

.  
 
 
 
 
 
 
 
 
 
 
 
 
 

  . 
 

,  
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6.5.  ITS 6006 
 ITS 6006 . 

 

 

 
 IP  ITS 6006 

 
 
 

 ITS 6006. 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

.  
 

 
 
 
 
 
 
 
 
 

 
. 

 
 
 

 
) "Save". . 

 
 

 

ITS 6006 
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7. 
7.1.  

 ITS 6006 . 
. 

7.2.  80  - 3 /(GTEM)  –  
 1  2: 

 ITS 6006 
  
  80 - 3000 , ( GTEM)  
  80 - 1000  
  80 - 1000  
  PMR 6006 

 B: 
  1-3  
  1-3  
  PMR 6006 

 

 4:  80  - 3  
 

 

 

 5:  80  - 3  (GTEM)  –  
 

 

 

:  

 1 - 4 2x  ½ 

 PM channel 1 to 3 

 1  2 

 1  2    (  ITS 6006) 

:  

 1 - 4 2x  ½ 

 PM channel 1 to 3 

 

: , ,  ITS 6006 

 (  ITS 6006) 

: , ,  ITS 6006 
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7.3.  80  -  3 ,   (GTEM)  –  
 

 1: 
 ITS 6006 
  
 (GTEM)  
  80 - 1000  
  80 - 1000  
  PMR 6006  B: 
  1-3  
  1-3  
  PMR 6006  2: 
  

 

 

 6:  80  -  3 ,  (GTEM)  –  
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7.4.  80  - 6    
 1  2: 

 ITS 6006 
  
  80 - 6000  

Path A1: 
  80 - 1000  
  80 - 1000  
  PMR 6006 

 B1: 
  1-3  
  1-3  
  PMR 6006 

 B2: 
  3-6  
  3-6  
  PMR 6006 

 

 

 7:  80  - 6  
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7.5.  80  - 6    (GTEM)  –  
 1  2: 

 ITS 6006 
  
 (GTEM)  

 A1: 
  80 - 1000  
  80 - 1000  
  PMR 6006 

 B1: 
  1-3  
  1-3  
  PMR 6006 

 B2: 
  3-6  
  3-6  
  PMR 6006 

 

 

. 8:  80  - 6    (GTEM)  –  
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7.6.  80  - 6    
 1  2: 

 ITS 6006 
  
  

 1: 
  80 - 3000  

 A1: 
  80 - 1000  
  80 - 1000  
  PMR 6006 

 B1: 
  1-3  
  1-3  
  PMR 6006 

 2: 
  3 - 6  
  3 - 6  
  PMR 6006 
  3 - 6  

 

 

 9:  80  - 6    
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7.7.  80  - 6    
 1  2: 

 ITS 6006 
  
  

 1: 
  80 - 2000  
  PMR 6006 
  80 - 2000  

 A1 
  80 - 1000  

 B1 
  1 - 2  

 2 
  2-6  

 A2: 
  2-4  
  2-4  
  PMR 6006 

 B2: 
  4-8  
  4-6 (8)  
  PMR 6006 

 

 

 10:  80  - 6    
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8.  
 

 ITS 6006  Teseq PMR 6006.  
.  Teseq   PMU 6006 - 

„U"  USB-  USB . .  
  USB ,  USB- ,  

. .  
,  1 , 

. 

 
,  SW 6012.  SW 6012  2  

 ITS 6006. 

 
 USO 4013-RS232-20,  ITS 6006  20 

 ( ). 

 
  , . 
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9.  
9.1.  
 

  

: 80  - 6  
: 1  

: 10  
: ±50  

 ( ): 5  
: -60  +10    (-60     +8     f>3  

>30°C)  
: 0,1   

: <1   , . <0.5  (+15  +25°C) 
:  

 (  0 ): <-30 , . <-35  
 (  +10 ): <-25   

: <-35   
:  

: 0 - 100% 
: 0.5% 

: 1  - 20  
: 1  
  

: 1  - 2  
: 1  

: 10%  90% 
  

: 1 .100% AM, 1  - 10  

9.2.  

  
: , 0-24  Ri=15 , 6  

:   D-Sub 15  
PIN 15: +12  /  200  
PIN 14: -12  /  200  
PIN 13: +5  /  200  
PIN 5  10:  

  
: 4x N  50 , 80  - 6  

: 4x BNC   
:  , .  >10  

10 :  , . 0  / 50  
: ,  2x ), N-  50  

 100 : 1500  
 400 : 800   
 1 : 500   
 3 : 300   
 6 : 200   
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9.3.  
 

  
 1 - 3:  

 
 1  2: 

 
 

: 
 
 
 

: 

 
 3 Teseq PMR 6006 

 
 , 0-24  

 Ri=1,5 , , . 2-3  
 

 ( ), HP  
  HFBR0501  40 , 

) 
 

  D-Sub 15 , 4 , 4 
 

 
 

 
  

 
RS232: 

 USB:  
: 

 
 ,  

,  100 ,  <50  
 
 

  D-Sub 9 ,  115200  
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